DENTAL IMPLANT RESPONSE EDUCATION FAQ 


Dental Implant Response Education (DIRE) is a group dedicated to providing resources to raise awareness 
to the potential health issues that can follow having dental implants. 


Available on Facebook through the Dental Implant Response Education group 
and now you can search inside of Google Groups for Dental Implant Response Education 


DENTAL IMPLANT ILLNESS AND RESPONSE SYMPTOMS 


Local and systemic symptoms shared by patients, recorded in studies or published in medical journal 
articles may be referred to as “rare,” but for those who experience them they can be life changing, even life 
threatening and should be taken seriously. Many different responses can occur in implant patients, here the 
primary focus includes metals, symptoms and finding treatment. Have you experienced these or other 
symptoms after you received dental implants? Have you ever had a response to “cheap pierced earrings,” 
watches, jewelry, keys, cell phones, change. Nickel sensitivities affect 20% or more of the population, this 
allergy is a DANGER for implant patients. Imagine being implanted with a known allergen? It can take apart 
your immune system and result in the onset of other serious, systemic diseases. Symptoms are CLUES, 
don’t only medicate them away. Our bodies are intelligent, listen to them. See the big picture, did your 
health change after dental implants? Many people MISS the connection between implants and symptoms. 


New “allergy” or “allergies” 
Autoimmune diagnoses 

Brain fog 

Burning mouth syndrome 

Chapped, cracking, peeling or splitting lips 
Chronic fatigue 

Clicking or popping sensation across body 
Chronic inflammation at implant sites 
Constipation 

Diarrhea 

Digestive health problems 

Dizziness 

Dryness (eyes, hair, lips, mouth, skin) 
Eczema 

Electric shocks or zaps 

Executive function disorder 

Extreme fatigue 

Feeling poisoned 

Feeling sick 

Fingernail problems 

Fingernails yellow 

Food intolerances 

Galvanic response 

Galvanism 

Gum tissue changes 

Hair loss 

Headache 

Hearing changes or loss 

Hives 

Immune disease 


Immune system response 
Insomnia 

Itching 

Loss of appetite 

Migraine headaches 

Metallic taste in mouth 

Mood disorders 

Muscle spasms 

Neurological problems 
Neuropathy (oral or non-oral, ex: arms or legs) 
Numbness 

Oral tissue changes 

Pain at implant site 

Pain in muscles or joints 
Problems with wound healing 
Scalp issues 

Skin rash 

Sleep pattern changes 

Sores or swelling in mouth or on tongue 
Swallowing problems 

Tinnitus 

Thickened saliva 

Thrush 

Tremors 

Vertigo 

Vibrating muscles in body 
Vision changes or loss 

Vocal changes 

Wasting muscle and or body fat 
Weight loss 





Observations among those suffering health impacts due to dental implants include the following 
observations. Chemically changed saliva altered by contact with dental materials can damage the lips, 
gums, tongue and oral cavity. A stream of chemically altered saliva downstream can damage the 
esophagus, stomach, intestines and all organs including the skin. This can quickly alter the lining of the 
digestive tract where the majority of the immune system is found. Alterations to the immune system can be 
disastrous to health. 


As salivary changes flood the body, metal contacting tissue and bone also disperses metal ions that studies 
show as doing harm. Patients do not have to have an allergy to become poisoned. “Commercially pure” 
Titanium, the kind used in all medical implants is known to contain impurities: Nickel [Ni], Chromium, 
Cadmium [Cr, Cd], which each have their own Toxic Substance listing A-Z, available through the Center for 
Disease Controls - ATSDR Index [Agency for Toxic Substances and Disease Registry]: 


www.atsdr.cdc.gov/substances/toxsubstance.asp? 


EDUCATIONAL LINKS 


In the spring of 2019 journalists used the Freedom of Information Act to learn that the FDA had not been 
releasing millions of complaints about dental implants. The FDA set up public meetings for November 2019 
after releasing a report that September called: Biological Responses to Metal Implants 


Direct link: www.fda.gov/media/132446/download 
[Dental Implants on page 42 of document / (48/152 Of PDF)] 


PDFs of presentations made at the Metal and Immunology Panel Meetings November 13-14, 2019 
concerning medical devices are available at 


www.fda.gov/advisory-committees/advisory-committee-calendar/november-13-14-2019-immunology-device 


s-panel-medical-devices-advisory-committee-meeting-announcement#event-materials 


Videos of the presentations made to the panel are hosted online by Ashes Non-Profit 


www.youtube.com/channel/UCOgfjtl2mIWViJo4k2_-8aw 
and also at youtu.be/iYa5nb1xjvg 


DENTAL IMPLANT NEWS 


Dental Implants NEWS that both you and your provider should know in planning or aftermath. 
Have any issues accessing any of the linked articles? Simply drop the title into Google in quotes. 


Dental News A 


Regarding the FDAs 2019 release of a decade of previously hidden data made available to the media via 
FOIA requests: over 2.4 Million adverse health events regarding dental implants reported by Doctors 
Dentists Patients and Lawyers, over 1.5 Million of these were classed as Serious Injuries. 


Signal, July 2020 
Signal is a quarterly newsletter making available comprehensive reports and trends on the millions of 
medical device adverse event reports from data extracted from the FDA MAUDE database. 


Short link: www.tinyurl.com/DentalNewsA 
Internet Archive link: web.archive. org/web/202012152201 04/https: /mailchi. mp/deviceevents.com/signals 
t dical-d d 12020 ? 1f3 





Dental News B 


Public Input from former FDA employee IT Manager regarding information in a hidden database of 
reported adverse events and device events on millions of dental implants. 


On Youtube via ASHES NON-Profit Channel, as: 
03 - Madris Tomes - FDA Public Speaker @ Immunology Panel Meeting, Nov 2019 


Short link: www.tinyurl.com/DentalNewsB 
Direct link: https://youtu.be/oqtnJJlaJ-Y 


Dental News C 
Millions of Bad Dental Implants Surface in “Secret” FDA Database 


Science & Health, July 22, 2019, by Emma Yasinsky of DocsEducation (a subscription based website 
healthcare providers use to keep up with current events). 


Note: The article is a review of the previously published Kaiser Health News article from June 27, 2019. It 
details how the FDA allowed manufacturers to summarize 100 device events which have the agency then 
reported as one event. It is titled: Five things we found in the FDAs secret database 

by Sydney Lupkin 


Short link: www.tinyurl.com/DentalNewsC 
Internet Archive link: web.archive.org/web/20201211023004/https://www.docseducation.com/blog/millions- 
bad-dental-implants-surface-secret-fda-database 


Dental News D 


The Dangers of Dental Devices as reported in the FDA MAUDE Database 


J Am Dent Assoc. 2015 Feb; 146(2): 102-110. 
Nutan B Hebballi, BDS, MPH, Rachel Ramoni, DMD, ScD, [...], and Muhammad F Walji, PhD. 


Short link: www.tinyurl.com/DentalNewsD 
Direct link: www.ncbi.nim.nih.gov/pmc/articles/PMC4313571/ 


Dental News E 
Autoimmune Diseases and Metal Implants and Devices 


Reports of the International Academy of Oral Medicine and Toxicology (IAOMT), April 6, 2018 
E links to an abridged report, follow the PDF link to the fully referenced version. 





Short link: www.tinyurl.com/DentalNewsE 
PDF link: thesmartchoice.com/wp-content/uploads/Metal-Implants-and-Autoimmunity. pdf 


Dental News F 
Allergies to Titanium Dental Implants: What Do We Really Know about Them? A Scoping Review 


Biology Volume 9 Issue 11 November 2020 
Rubén Comino-Garayoa, Jorge Cortés-Bretén Brinkmann, [...], and Maria Jesus Suarez 


(This article belongs to the Special Issue New Trends in Bioengineering in Osseointegration and Dental 
Implants www.mdpi.com/journal/biology/special_issues/osseointegration) 


This scoping review drills down from 449 articles and studies published between 1981 and 2020 to focus on 
52 English language studies from 18 countries, spanning North America, Central and Eastern Asia, Europe, 
and South Africa. While reviewing the data, it records numerous local and systemic illnesses and symptoms 
recognized as resulting from Titanium reactions in the human body. 


Short link: www.tinyurl.com/DentalNewsF 
Direct link: www.mdpi.com/2079-7737/9/1 1/404/ 


Dental News G 


Side Effects of Dental Metal Implants: Impact on Human Health (Metal as a Risk Factor of Implantologic 
Treatment) 


BioMed Research International, July 10, 2019 
Jana Přikrylová, Jarmila Procházková and Stěpán Podzimek 


Short link: www.tinyurl.com/DentalNewsG 
Direct link: www.hindawi.com/journals/bmri/2019/2519205/ 


Dental News H 
FDA and Dental Products 


“What’s in Your Mouth?” The National Association of Dental Laboratories (NADL) blog, May 14, 2020 
Bennett Napier, MS, CAE, 


Short link: www.tinyurl.com/DentalNewsH 
Internet Archive link: web.archive.org/web/20201228043757/https://dentallabs.org/fda-and-dental-products/ 


Dental News | 


Titanium Rejection Symptoms: Are You Allergic To Your Dental Implant? 





From the Colgate website 
Short link: www.tinyurl.com/DentalNewsl 


Internet Archive link: web.archive.org/web/20201228061944/https://www.colgate.com/en-us/oral- 
health/implants/titanium-rejection-symptoms-are-you-allergic-to-your-dental-implant 


Dental News J 
Titanium allergy: fact or fiction? 


Royal College of Surgeons of England Volume: 5 Issue: 1, January 2014, pp. 18-25 
Stuart Campbell*, St John Crean, and Waqar Ahmed 


Short link: www.tinyurl.com/DentalNewsJ 


Internet Archive link: web.archive.org/web/20201229041834/https://publishing.rcseng.ac.uk/doi/10.1308 
/204268514X13859766312593 


Dental News K 
Titanium Toxicity 


ALL, THE TRUTH ABOUT TITANIUM IMPLANTS SEPTEMBER 24, 2019 
Zeramex Company Blog 


Short link: www.tinyurl.com/DentalNewsK 
Internet Archive link: web.archive.org/web/20201229084635/https://zeramexusa.com/titanium-toxicity/ 


Dental News L 
Clinical and retrieval evidence for corrosion of spine implants 


Spinal Surgery News, November 21, 2016 
Vasiliki C. Panagiotopoulou, Harry S. Hothi, Johann Henckel, [...], Alister J. Hart 


This study is included because it contains information detailing some health effects of stainless steel, cobalt, 
aluminum and titanium when implanted in the human body. 


Short link: www.tinyurl.com/DentalNewsL 
Direct link: www.spinalsurgerynews.com/2016/11/corrosion-spine-implants/14534 


Dental News M 


FOREIGN OBJECTS INSIDE YOUR BODY AFTER SURGERY: WHAT YOUR DOCTOR MAY HAVE 
FORGOTTEN TO MENTION 


Frisco Womens Health 





Dr. Jonathan Weinstein 


Short link: www.tinyurl.com/DentalNewsM 
Internet Archive link: web.archive.org/web/20201231193944/https://www. friscowomenshealth.com/foreign 
-objects-inside-your-body-after-surgery/ 


Dental News N 
Titanium: A New Allergen 


Implant Dentistry - A Rapidly Evolving Practice, August 29th 2011 
Laurence Evrard 


Short link: www.tinyurl.com/DentalNewsN 
Internet Archive link: web.archive.org/web/20210101041833/https://www.intechopen.com/books/implant- 
dentistry-a-rapidly-evolving-practice/titanium-a-new-allergen 


Dental News O 
Titanium Exposure and Human Health 


Oral Science International Volume 16, Issue 1 First published: 14 March 2019 
Anita V. Tibau Blanche D. Grube Braulio J. Velez Victor M. Vega Joachim Mutter 


Short link: www.tinyurl.com/DentalNewsO 


Internet Archive link: web.archive.org/web/20210105033829/https://onlinelibrary.wiley.com/doi/10.1002 
/osi2.1001 


Dental News P 


General Review of Titanium Toxicity 


International Journal of Implant Dentistry, Volume 5, Article number: 10 (2019) 


Kyeong Tae Kim, Mi Young Eo,...Soung Min Kim 


Short link: www.tinyurl.com/DentalNewsP 


Internet Archive link: web.archive.org/web/20201202205643/https://journalimplantdent.springeropen.com/ 
articles/10.1186/s40729-019-0162-x 


Dental News Q 
Titanium Allergy: Could it Affect Dental Implant Integration 


Clinical Oral Implants Research 





Allauddin Siddig, Alan G. T. Payne, Rohana Kumara De Silva, Warwick J. Duncan 


Oral Implantology Research Group, Sir John Walsh Research Institute, School of Dentistry, University of 
Otago, Dunedin, New Zealand, Clinical Oral Implant Research 


Short Link: www.tinyurl.com/DentalNewsQ 


Internet Archive link: www.academia.edu/8590617/Titanium_allergy could_it_affect_dental_implant 
integration 


Dental News R 
Allergic potential of titanium implants 


“Nickel allergic patients may develop hypersensitivity reactions even due to this [<1%] low nickel content.” 
Speaks to the low Nickel content in all implant grade Titanium. 


Der Orthopade, 31 Mar 2005, 34(4):327-8, 330-3 
Schuh A1, Thomas P, Kachler W, Goske J, Wagner L, Holzwarth U, Forst R 


Short link: www.tinyurl.com/DentalNewsR 
Internet Archive link: europepmc.org/article/med/15706453 


Dental News S 


Allergy related to dental implant and its clinical significance 


TP Chaturvedi 
Clinical Cosmetic and Investigational Dentistry, 2013; 5: 57-61. 


Short link: tinyurl.com/DentalNewsS 


Internet Archive link: web.archive.org/web/20210124080027/https://www.ncbi.nlm.nih.gov/pmc 
/articles/PMC3753052/ 


Dental News T 
Contact Allergies in Dental Materials 


Swiss Dental Journal SSO 
Volume 129 Volume 7/8 2019 


Olms, Doktor, Remmerbach 


Short link: www.tinyurl.com/DentalNewsT 
Link to PDF: www.swissdentaljournal.org/fileadmin/upload_sso/2_ Zahnaerzte/2_SDJ/SDJ_2019/SDJ_7-8 
2019/SDJ_ 2019-07-08 research-2.pdf 





Dental News U 
Titanium allergy in dental implant patients: a clinical study on 1500 consecutive patients 
Clinical Oral Implants Research Volume 19, Issue 8, 2008 


Alberto Sicilia. Susana Cuesta, Gerardo Coma, Ignacio Arregui 


Short link: www.tinyurl.com/DentalNewsU 
Internet Archive link: web.archive.org/web/20210201072453/https://pubmed.ncbi.nim.nih.gov/18705814/ 


Dental News V 
Metal Allergy—A Review on Exposures, Penetration, Genetics, Prevalence, and Clinical Implication 
Chemical Research in Toxicology 2010, 23, 2, 309-318, October 16, 2009 


Jacob P. Thyssen and Torkil Menne 


Short Link: www.tinyurl.com/DentalNewsV 
Internet Archive link:web.archive.org/web/20200602154733/https://pubs.acs.org/doi/10.1021/tx9002726 


Dental News W 
Titanium Allergy: A Literature Review 
Indian Journal of Dermatology 2014 Nov-Dec; 59(6): 630. 


Manish Goutam, Chandu Giriyapura, Sunil Kumar Mishra, and Siddharth Gupta 


Short Ink: www.tinyurl.com/DentalNewsW 


Internet Archive link: web.archive.org/web/20210201070850/https://www.ncbi.nim.nih.gov/pmc/articles/ 
PMC4248517/ 


Dental News X 
Cross-sectional observational study exploring clinical risk of titanium allergy caused by dental implants 
Journal of Prosthodontic Research, Volume 62, Issue 4, October 2018, Pages 426-431 


Maki Hosoki, Yoshizo Matsuka 


Short link: www.tinyurl.com/DentalNewsX 


Internet Archive link: web.archive.org/web/20210202091623/https://www.jstage.jst.go.jp/article/jpr/62/4/ 
62 _426/_article/-char/en 





Dental News Y 
Allergic contact dermatitis caused by titanium screws and dental implants 
Journal of Prosthodontics Research, Volume 60. Issue 3, July 2016, Pages 213-219 


Maki Hosoki DDS, PhDa, Yoshizo Matsuka DDS, PhDa 


Short link: www.tinyurl.com/DentalNewsY 


Internet Archive link:web.archive.org/web/20210202075520/https://www.sciencedirect.com/science/article/ 
pii/S1883195815001115?via%3Dihub 


Dental News Z 


Immunology Devices Panel Nov. 13 14, 2019 Presentation Device Events 


Public input presentation [PDF] made November 13-14, 2019 at the Immunology Devices Panel of the Medical 
Devices Advisory Committee Meeting by former FDA IT manager Madris Tomes. This input documents over 2.4 
million 'adverse events' that had been filed by US patients, their dentist, doctors and lawyers. In excess of 1.5 
million of these reports involved 'serious injuries,’ but these reports had never been made publicly available in the 
decade prior. 


Short link: tinyurl.com/DentalNewsZ 

Internet Archive [to PDF]: archive.org/download/immunology-devices-panel-nov.-13-14-2019-presentation 
-device-events/Immunology%20Devices%20Panel%20Nov.%2013-14%2C%202019%20Presentation%20D 
evice%20Events.pdf 


SYMPTOMS SHARED IN COMMENTS BY PATIENTS ILL OR SICK FROM THEIR DENTAL IMPLANTS 


The following links lead to blog posts or online threads where READER OR USER COMMENTS detail the 
systemic illnesses and symptoms of people reacting to dental implants have reported having. Patient 
experiences here focus on symptoms outside of oral problems, making these comments very valuable 
resources. The systemic nature of these symptoms creates great concern that millions may continue to 
remain UNDIAGNOSED. 


Comments A 
Read the 42 COMMENTS on this article on the website of the Westin A. Price Foundation: 


Dental Implants: An Integrative Perspective 
January 30, 2012, Michael Baylin, DDS 


Short link: www.tinyurl.com/dentalimplantsillhessCOMMENTSA 
Internet Archive link: web.archive.org/web/20201210230201/https://www.westonaprice.org/health-topics/ 
dentistry/dental-implants-an-integrative-perspective/ 





This site may still accept comments? Adding your systemic symptoms so others can see that oral implants 
can affect overall health in ways many doctors don’t yet understand as related, such as body pains, 
numbness in the feet and legs, etc., whatever yours are. 


Comments B 


Read the 150+ COMMENTS on this November 5, 2013 post from the website of Dr. Marilyn K. Jones, DDS, 
a Houston, Texas Dentist 


Titanium Dental Implants Pose Serious Health Risks to the Allergy Sensitive 


Yes, the article is helpful, but please read the comments running all of the way up until December 1, 2017 
chronicling the health events of individuals responding negatively to implants, many recording their systemic 
health responses. 


Short link: www.tinyurl.com/dentalimplantsillhnessCOMMENTSB 
Internet Archive link: web.archive.org/web/20190731115739/http://www.marilynkjonesdds.com/1432/ 
titanium-dental-implants-pose-serious-health-risks-allergy-sensitive 


Comments C 


Over 1550 COMMENTS on this nine-year thread from 2010-2019 detailing the experiences of over 50 
patients in the midst of reacting to dental implants as they sought answers and found care. This is a most 
valuable resource. Early comments here state 65% shared foot and leg numbness.. as a side effect of 
dental implants! Suspected metal toxicity. 


Short link: www.tinyurl.com/dentalimplantsillnessCOMMENTS 

Short link: www.tinyurl.com/dentalimplantsillhnessCOMMENTSC 

Internet Archive link: web.archive.org/web/20201222172754/https://www.medhelp.org/posts/Allergy/ 
titanium-vanadium-aluminum-dental-implant/show/1252386 


This thread can still be read online by copying and pasting “titanium/vanadium/aluminum implant MedHelp” 
into a Google search, but has become too long to work properly. Scrolling to read new comments takes 
hours, Reading it page by page for information still works. It discusses the safest method “reverse torque 
technique” and refers to highly rated removal surgeons, including Dr. Chetan Mehta of Tustin, CA, Dr. Ryan 
Kazemi of Bethesda, MD and Dr. Lee Ryan Carrasco of Philadelphia, PA. See removal notes below. 


Comments D 


Could you be Allergic to Titanium Dental Implants? 


This July 27, 2017 blog post from Beverly Hills dentists Dr. Kyle Stanley and Dr. Matt Nejad discussing 
Titanium allergies is followed by a long series of comments from readers detailing their experiences with 
health impacts that arose after getting dental implants. 


Short link: www.tinyurl.com/dentalimplantsillhnessCOMMENTSD 
Internet Archive link: web.archive.org/web/20210118070901/https://www.beverlyhillsladentist.com/blog/ 
could-you-be-allergic-to-titanium-dental-implants/ 
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Comments E 
What Exactly is in the Osteosynthesis Material? 


Extremely intelligent testimony observing that you do not have to have to be allergic to Titanium to be 
poisoned by it. In this case, removal resulted in improved health. 


Short link: www.tinyurl.com/dentalimplantsillhessCOMMENTSE 
Internet Archive and Google Translate: qdqcmnw/7z32hcad5vpo52qfs204-adwhj77|cyoafdy-web-archive- 


org.translate.goog/web/20210206230919/https://vittimedispositivimedici.wordpress.com/2021/02/03/cosa-ce 
-esattamente-nel-materiale-di-osteosintesi/ 


Comments F 
Dental Implant Complications: Dick Van Dyke’s Painful Story 


MedTruth Health Features, 
September 2, 2020 


by Akilah Wise 


This valuable coverage cites numerous sources, including a link to the Twitter feed where Dick Van Dyke 
went public with his malady. It also shows in one citation that while an estimated 3 Million in the US have 
dental implants, the FDA responded to FOIA requests from journalists to reveal over 2.4 Million complaints 
about dental implants regarding “adverse events” were filed by patients, their dentists, doctors and lawyers. 
These reports (from a total of 6 million related to medical “ device events”) had been kept in a database to 
date still NOT publicly available. In excess of 1.5 Million of the 2.4 Million+ dental implant complaints were 
classed as “serious injuries.” 


Short link: tinyurl.com/dentalimplantsillnessCOMMENTSE 
Internet Archive link: web.archive.org/web/20210209020408/https://medtruth.com/articles/health-features 
/dick-van-dyke-dental-implants/ 


Comments G 


Welcome To Dds, The Patient’s Page of longtime dental advocate and dental materials safety educator, 
Deeanne Merchant, who has spent much of the last decade making others around the world aware of our 
rights as patients and what to look out for. 


Short link: www.tinyurl.com/dentalimplantsillhnessCOMMENTSG 
Internet Archive link:web.archive.org/web/20210208064344/https://www.welcometodds.com/thepatients 
page 
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Comments H 


Vittime di Impianti Dentali ed altri Dispositivi Medici is a private Italian facebook group you can apply to join. 
The content is automatically translated by Facebook. Formed in 2019, it serves Europe and the rest of the 
world sharing information about the dangers of, and harm from, medical devices including dental implants. 


Facebook group link: facebook.com/groups/vittime.impianti.dentali.corporei or search for Vittime di Impianti 
Dentali ed altri Dispositivi Medici 

Blog link: vittimedispositivimedici.wordpress.com/blog-2/ 

Blog (English translated) link: httos://translate.google.com/translate?sl=auto&tl=en&u=https://vittimedis 


positivimedici.wordpress.com/blog-2/ 
Telegram channel link: t.me/VittimeDispositiviMedici 


IMPORTANT LINKS RE METAL IMPLANT ALLERGIES REACTIONS RESPONSES & SENSITIVITIES 


Metal Implants A 
A patient’s journey to reclaim her health through the removal of titanium orthopedic implants. 


Short link: www.tinyurl.com/MetallmplantsA 
Internet Archive link: web.archive.org/web/20210208051237/https://docs.google.com/document/u/0/d/ 
1vStlkOSfZy6_eMVzVpujZtHr99jamyrRYJZDTJ1eH4E/mobilebasic 


If you react poorly to metals, there’s a good chance your relatives may too. Reactions to orthodontic metals 
have made some very ill. Consider the majority of metals placed each day is closure material patients 
never know is placed. DentalNewsM 


Other metal medical devices include orthopedic implants, biopsy markers, surgical clips and staples, stents, 
cables, wires, sutures, ports, leads, tubal ligations, iuds, the list is long. A private fb group called Gallbladder 
Clip Issue Support Group can help you find these hidden metals causing many patients mystery illnesses. 


www.facebook.com/groups/780800295690174/ 


Have a thorough pre-op discussion before every medical procedure and mark all of your records with your 
doctors, dentists and local hospitals with SEVERE METAL ALLERGIES 


Please remember, no implant material is completely pure. Almost 50 Million in the US react to Nickel, the 
element contained in all implant grade Stainless Steel and Titanium. Titanium’s Nickel content, though 
lesser known, is linked here DentalNewsR 


Medical implants are not all required to undergo human trials and the material content can even be altered 
after FDA approval for market. Read the Dental Implants News links above and ask your provider why you 
are not being informed of the high numbers of reported complaints. 


Xrays do not always show implant loosening. Osseointegration does not prove patients aren’t being harmed 
in other ways. Those who “reject” implants will benefit by paying attention to the valuable CLUES their body 
is sending them through these red flags. 
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Placement of medical devices can result in what are called “allergic reactions,” “foreign body” responses, 
“acquired responses,” autoimmune responses, a response to metal ions, a galvanic response and could 
also result in corrosion. There are many different possibilities without ways to test. Once you react poorly 
there is little way to prove the cause and many patients remain trapped, unable to have implants removed. 


METAL HYPERSENSITIVITY TESTING 


Many labs and hospitals offer testing for levels of metal elements contained in blood (serum) such as 
Chromium, Cobalt and Nickel. An Immunoglobulin Assay ( IgA IgE IgG IgM) is another method of testing 
used for metals and other implanted hut materials. Genetic testing for MTHFR gene mutation can determine 
a predisposition to patients with the inability to “methylate” metals. 


Test Warnings: Metals testing is NOT standardized, thresholds and reference ranges can differ between 
laboratories, companies and locales. Be aware you can have a negative health response to metal implants 
and still not have positive metal test results. It has happened to many people with patch tests, blood tests 
and LTT or MELISA tests. Many people learn about their allergy through experience. One of the best known 
and least expensive tests is the “cheap earring test” often called an unintentional diy patch test. Caution is 
advised this is undertaken at your own risk and not advised. Nickel is the top metal allergen. 


Neither LTT Or MELISA tests are initially submitted through insurance, but results provide information that 
can be used for this purpose. Due to the potential for false negatives, some patients choose to have an 
alternate doctor order these tests ( to avoid the results from halting their path to removal.) Should your 
results aid as proof you are responding to implant materials, you can always later apply to your insurance, 
which is how this is handled anyway. 


Testing to show metal sensitivities through a “blood response” is available through the following facilities: 


www.OrthopedicAnalysis.com www.nationaljewish.org/directory/metalls-allergy-program 
in Chicago, Illinois in Denver, Colorado 
LTT tests for numerous metals for Chromium Nickel and Beryllium 
(also lon tests) 
www.imd-berlin.de/en/imd-laboratory/general/about-imd.htm! 
MELISA Test through www.melisa.org IMD Berlin 
in Germany for numerous metals Berlin, Germany offers more metals testing 


We DO NOT support any form of testing IN ADVANCE of the placement of any device AS A GUARANTEE 
that you will not eventually have a negative response to it. 


REMOVAL NOTES 


Search the Dental News C document above for “Dr.” and “Reverse Torque Technique” to learn this is 
considered to be the safest technique for dental implant removal. The reason reverse torque, or backing the 
implants out, is important is because any other method creates much greater bone loss, as well as the use 
of a rotary tool threatening to broadcast metal particulate that will never break down. Before this safer 
method was used many used a trephine, or drill, to remove dental implants. Trephining is also dangerous 
due to the potential for nerve damage. 


If you have already reacted to implanted materials you may want to avoid man-made and chemically treated 
materials used in surgery, bone grafting and other later dental materials. It can be your choice to refuse 
allograft, bovine bone, cadaver bone as well as other man-made materials and additives. Other materials 
sensitive patients have avoided include Epinephrine in local anesthetic and dissolving sutures. 
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Be aware, some surgeons may tell you patients have shown no response to any of these man-made 
materials. 


An experienced practitioner can offer natural materials like granulated bone harvested from the top of the 
rear of your jaw ridge or raymen at the time your removals are done. This can be mixed with PRF (Platelet 
Rich Fibrin) extracted from your own blood at that time. Closing with silk sutures is the most natural way to 
finish up. These more natural choices seem the best way to avoid further reactions, so try to pick a provider 
who offers these technologies. 


No matter what type of implanted material is removed, recuperation requires focus and patience. Many 
avoid further implants at the time of removal, opting to allow their bodies to face healing untaxed. If dentures 
or other prosthetics are needed, remember to avoid metals and other potentially reactive materials, 
including Zinc in denture adhesives. 


Considering the removal of any medical implant should involve the patient finding the most highly skilled 
provider possible; in the case of dental implants, an oral and maxillofacial surgeon should be able to provide 
you with the number of implants they have removed, as well as their success rate. 


IN CONCLUSION 


The written material provided here is for educational and discussion purposes only and in no way suggests 
or condones any medical choice you make. 
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